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Abstract.  A  Split  Hopkinson  bar  apparatus  is  a  widely  used  method  to  obtain  material  properties  at  high  strain  rates.  These 
properties  are  essential  in  the  development  of  new  materials  as  well  as  their  associated  constitutive  models.  During  routine  tests, 
the  surfaces  of  the  bars  at  the  specimen/bars  interface  were  damaged.  To  check  if  the  damage  influenced  the  signal  response, 
control  tests  were  done  using  the  well  characterized  A1  6061-T6.  Results  showed  that  artefacts  were  added  to  the  signal.  This 
paper  presents  the  experimental  and  numerical  approaches  developed  to  understand  the  effects  of  surface  damage.  The  approach 
used  consists  of  introducing  series  of  known  gaps  between  input  and  output  bar  to  simulate  a  variation  of  surface  damage.  The 
numerical  simulations,  performed  using  a  hydrocode,  were  done  to  confirm  that  signal  response  could  not  be  associated  with 
other  several  types  of  error  in  the  system. 


1  Introduction 

Under  high  dynamic  loading  conditions,  material  responses 
are  different  from  those  in  quasi-static  regime.  Most  pub¬ 
lished  data  are  mainly  based  on  quasi-static  tests  in  which 
the  material  deforms  statically  at  an  average  strain  rate  of 
about  10-1  s-1  or  under.  During  a  ballistic  impact  or  under 
blast  loading  conditions,  the  strain  rate  could  exceed,  in 
some  cases,  105  s-1.  To  obtain  material  properties  at  high 
strain  rates,  a  dynamic  test  method  is  required.  The  split 
Hopkinson  pressure  bar  (SHPB)  technique  is  a  common 
method  used  for  determining  these  dynamic  properties. 
The  basic  method  was  first  introduced  in  1949  by  Kol- 
sky  [1].  However,  many  laboratories  are  now  using  this 
technique  with  modifications  that  provide  different  loading 
conditions.  A  variety  of  different  data  acquisition  systems 
are  also  used.  At  Defense  Research  and  Development 
Canada  (DRDC)  this  technique  is  used  in  the  development 
of  new  materials  especially,  design  for  high  dynamic 
loading  condition  such  as  armor  to  defeat  high  velocity 
impact  and  blast  loading.  Another  application  where  split 
Hopkinson  pressure  bar  apparatus  is  widely  used  at  our  fa¬ 
cility  is  material  characterization  for  constitutive  material 
models. 

During  a  test  series,  the  surfaces  of  the  SHPB  bars  at 
the  sample/bars  interface  were  damaged.  To  verify  if  the 
damage  might  influence  the  signal  response,  control  tests 
were  performed  using  the  well  characterized  A1  6061-T6 
material.  This  material  was  chosen  because  it  was  well 
documented  and  tested  at  our  SHPB  facility  [2]. 


2  Split  Hopkinson  pressure  bar 

A  conventional  Hopkinson  bar  consists  of  a  striker,  an 
incident  and  a  transmitted  bars,  a  specimen,  and  a  mo¬ 
mentum  trap.  Figure  1  shows  a  basic  Hopkinson  bar  test 
set-up  where  the  specimen  is  sandwiched  between  the 
incident  and  transmitted  bars.  To  simplify  mathematical 
calculations,  theses  two  bars  are  made  from  the  same 
material. 


In  a  split  Hopkinson  bar,  when  the  striker  hits  the 
incident  bar,  a  rectangular  compression  wave  with  a  spe¬ 
cific  amplitude  and  length  moves  through  the  length  of  the 
incident  bar.  The  compressive  wave  is  a  function  of  the 
velocity  and  shape  of  the  striker.  When  the  wave  reaches 
the  end  of  the  incident  bar,  a  fraction  of  it  is  transmitted 
to  the  specimen  and  a  part  is  reflected.  This  is  due  to 
the  mismatch  in  the  cross-sectional  area  and  acoustic 
impedance  between  the  bars  and  the  specimen.  The  wave 
transmitted  by  the  specimen  to  the  transmitted  bar  is  a 
function  of  specimen  material  properties  and  impedance. 

The  use  of  one-dimensional  wave  propagation  analysis 
helps  to  determine  high  strain  rate  stress-stain  curves 
from  measurements  of  strain  gauges  in  the  incident  and 
transmitted  bars  [3,4].  Assuming  that  both  the  incident 
and  transmitted  bars  are  made  from  the  same  material,  the 
relationship  expressing  the  strain  rate  in  the  specimen  is 
given  by  Equation  (1).  Whereas,  the  stress  in  the  specimen 
can  be  calculated  by  dividing  the  force  in  the  transmitted 
bar  by  the  cross-sectional  area  of  the  specimen,  as  given  in 
Equation  (2). 
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In  equations  (1)  and  (2),  c  is  the  sound  speed  in  the 
incident  and  transmitted  bar,  ls  is  the  instantaneous  length 
of  the  specimen,  sr  and  st  are  respectively,  the  reflected 
and  transmitted  strains,  A  is  the  cross-sectional  area  of  the 
incident  and  transmitted  bars,  E  is  the  Young’s  modulus  of 
the  two  bars,  As  is  the  cross-sectional  area  of  the  specimen, 
s specimen  and  crspecimen  are  the  strain  rate  and  stress  in  the 
specimen. 


3  Experimental  tests 

A  complete  description  of  the  DRDC  Valcartier  system 
can  be  found  in  Ref.  [5].  In  summary,  the  SHPB  system 
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Fig.  1.  Representation  of  a  Split  Hopkinson  bar. 


Fig.  2.  View  of  the  experimental  setup. 


Fig.  3.  An  amplification  view  of  the  damage  observed  on  the 
input  (right)  and  output  (left)  bars. 

consists  of  a  gas  gun  that  propels  a  steel  striker  bar. 
The  striker  diameter  and  length  used  for  this  test  series 
are  respectively,  14.3  mm  and  200  mm.  The  input  and 
output  bars  both  have  a  diameter  of  14.5  mm,  a  length  of 
800  mm  and  are  both  made  from  maraging  steel.  The  sound 
speed  and  impedance  of  the  maraging  bars  were  measured 
experimentally  and  they  are  respectively  equal  to  4750  m/s 
and  6325  kg/s.  The  photograph  shown  in  Figure  2  gives 
a  view  of  the  experimental  test  set-up  viewed  from  the 
incident  bar  end. 

During  a  test  series  on  a  brittle  material,  the  surfaces 
of  the  bars  at  the  sample/bars  interface  were  damaged. 
Specimens  from  the  brittle  material  tested  have  broken 
apart  and  produced  indentations  at  the  bars  surface  and  an 
evaluation  of  the  surface  condition  was  done  using  a  DEA 
Bridge  Gamma  1203  scanner.  The  accuracy  of  the  reading 
was  within  9.0 jum  (±4.5  /um)  in  the  x,  y  and  z  directions. 
Figure  3  shows  the  damage  on  the  surfaces  which  is  mostly 
located  in  the  middle  and  at  the  edge  of  the  surfaces.  The 
maximum  measured  variation  in  material  indentation  was 
100 yum. 

After  the  damage  was  confirmed  and  measured,  the 
well  characterized  A1  6061-T6  was  used  to  verify  if  rough 
surfaces  influence  the  signal  response  and  thus  the  data 
collected.  The  Aluminum  specimen  tested  was  10.5  mm 
in  diameter  and  5  mm  in  length.  The  controlled  tests  were 


Fig.  4.  Aluminium  A1  6061-T6  tested  with  undamaged  bars. 


Fig.  5.  Aluminium  A1  6061-T6  tested  with  damaged  bars. 


conducted  using  a  striker  that  had  an  impact  velocity  equal 
to  16.8  m/s.  Figures  4  and  5  give  the  strain  as  a  function 
of  time  for  the  tests  conducted  using  undamaged  and 
damaged  bars.  The  incident  strain  computed  on  the  input 
bar  (red  curves)  had  a  maximum  equal  to  1 .8  E-3  in  both 
experimental  setups.  This  equality  is  obvious  since  the 
incident  data  (e.g.  stress,  strain)  are  not  influenced  by  end- 
surface  conditions.  In  the  opposite,  the  strain  associated  to 
the  reflected  wave  collected  using  damaged  surfaces  (pink 
curves)  was  significant  (1.55  10-3)  when  it  compared  to 
that  of  undamaged  bars  (0.95  10-3). 

Assuming  that  the  specimen  deforms  uniformly,  the 
strain  within  the  specimen  is  directly  proportional  to  the 
amplitude  of  the  reflected  wave,  and  the  stress  is  directly 
proportional  to  the  amplitude  of  the  transmitted  wave. 
Therefore,  Equation  (3)  can  be  used  to  compute  the  strain 
in  the  specimen.  In  Equation  (3),  Iq  is  the  specimen  length 
prior  to  impact. 

t 

es(t)  =  -zj-  er(t)dt  (3) 

0 

Using  Equation  (3),  strain  in  the  Aluminum  specimen 
tested  with  the  two  setups  were  computed  and  plotted  in 
Figure  6.  It  shows  clearly  the  effect  of  damage  on  the 
computed  amplitude  of  the  true  strain  in  the  sample.  Using 
damaged  bars,  there  is  a  significant  increase  of  about  20% 
in  the  maximum  strain  obtained. 
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Fig.  6.  Computed  true  strain  in  the  specimen  in  both  bar  condi¬ 
tions. 


To  understand  and  isolate  the  effect  of  surface  damage 
on  bar  response,  the  approach  used  consists  of  intro¬ 
ducing  series  of  known  gaps  between  a  non-damaged 
input  and  output  bars  to  simulate  a  variation  of  surface 
damage.  In  this  series  of  tests  there  were  no  specimens 
between  the  two  undamaged  bars.  In  parallel,  numerical 
simulations  were  performed  using  a  hydrocode  to  con¬ 
firm  that  signal  response  could  not  be  associated  with 
several  types  of  error  in  the  system.  The  approach  used 
for  numerical  simulations  is  presented  in  the  following 
section. 


4  Numerical  modelling 

A  hydrocode  is  a  finite  element  algorithm  for  the  mod¬ 
elling  of  large  deformation  at  all  speeds  in  mechanics  of 
continuous  media.  Therefore,  it  can  be  used  to  treat  various 
rheological  models  of  material  behaviour  at  high  strain 
rates.  They  can  be  based  on  either  Lagrangian  or  Eulerian 
formulation.  In  this  study,  the  LS-Dyna  hydrocode  was 
used  to  investigate  the  possibility  of  numerically  modelling 
wave  propagation  in  split  Hopkinson  bar  and  the  effect 
end-surface  damage  on  the  data  collected. 

The  mesh  generated  for  the  Hopkinson  bar  took  ad¬ 
vantage  of  the  axisymmetric  nature  of  the  simulation  and 
thus  only  half  of  the  problem  was  modeled.  Therefore, 
a  two-dimensional  simulation  and  four-node  quadrilateral 
elements  were  used  throughout  of  the  model.  A  special 
consideration  had  been  taken  when  meshing  the  input 
and  output  bars  as  may  the  shape  and  the  size  of  the 
elements  influence  the  results  [4].  To  not  loss  accuracy 
during  calculation,  0.16-mm-length  elements  were  used  to 
model  the  bars.  Figure  7  shows  the  finite-element  mesh 
used  for  the  simulations. 

Modeling  surfaces  that  have  been  damaged  is  not 
obvious.  The  approach  taken  was  to  space  out  the  two  bars 
with  a  gap  to  approach  the  indentation  depth.  Because  no 
specimen  was  modelled  and  the  input  and  output  bars  stay 
in  the  elastic  regime,  the  kinematic-isotropic  elastic-plastic 
constitutive  material  model  was  used  to  model  the  bars. 
This  constitutive  model  implies  a  bilinear  stress/strain 
curve.  The  bars  and  striker  materials  were  made  from 
Maraging  steel  and  their  mechanical  properties  are  given 
in  Table  1. 


Fig.  7.  The  input  and  the  output  bars  meshed  with  quadrilateral 
elements. 


Table  1.  Material  properties  for  Maraging  Steel. 


Physical  Parameters 

Maraging  Steel 

Density  (kg/m3) 

8064 

Yield  Strength  (Pa) 

965  106 

Elastic  Modulus  (Pa) 

182  109 

Poisson’s  Ratio 

0.3 

Tangent  Modulus  (Pa) 

1.73  109 

Fig.  8.  Incident  and  transmitted  axial  stress,  \ striker  =  13.6  m/s, 
Gap  =  53.3  yum  (0.0021  inch). 


In  the  case  of  Maraging  steel,  the  density  and  the 
elastic  modulus  of  bars  were  measured  experimentally.  In 
all  the  simulations,  a  perfect  contact  between  the  bars  was 
assumed  and  the  frictional  forces  were  ignored. 


5  Results  and  discussion 

Figure  8  shows  axial  stress  as  a  function  of  time  for  a 
striker  velocity  equal  to  13.6  m/s  and  a  gap  of  53.3 jum 
(0.0021  inch).  Upon  impacting  the  input  bar,  the  striker 
generated  a  compressive  wave  that  travelled  along  the 
input  bar.  In  the  case  shown  below,  the  incident  and  the 
transmitted  signals  are  given  at  the  centre  of  each  bar. 
After  8.4 jus  from  the  time  impact,  the  compressive  wave 
arrives  at  the  middle  of  the  input  bar.  The  amplitude  of  the 
compressive  wave  in  the  input  bar  reaches  an  average  value 
of  258  MPa.  At  25.4jus,  a  fraction  of  the  wave  is  reflected 
at  the  input-bar  free  surface  as  a  tensile  wave.  If  the  two 
bars  were  in  a  perfect  contact,  the  entire  compressive  wave 
would  be  transmitted  to  the  output  bar  and  none  would  be 
reflected  given  that  the  two  bars  are  made  from  the  same 
material. 
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Fig.  9.  Tensile  wave  in  the  input  bar  for  different  gaps  (given  in 
inch),  Vstj-jkei-  —  13.6  m/s. 

Due  to  the  gap  between  the  two  bars,  the  input  bar 
took  15.6//S  to  reach  the  output  bar.  The  average  stress 
transmitted  to  the  output  bar  is  the  same  as  the  one  in 
the  input  bar  (258  MPa)  but  due  to  the  gap  between  the 
two  bars,  the  duration  of  the  transmitted  wave  was  shorter 
than  the  incident  wave.  The  duration  of  the  incident  wave 
is  88.7 yus  and  in  the  output  bar  is  85.7yus.  The  difference 
between  the  two  durations  corresponds  to  the  duration  of 
the  tensile  wave  in  the  input  bar.  In  fact,  the  reflected 
tensile  wave  travelling  through  the  input  bar  generated  a 
stress  amplitude  equal  to  143  MPa  with  a  duration  equal  to 
3.2 /us. 

Figure  9  shows  the  tensile  stress-time  histories  using 
different  gaps.  The  magnitude  and  duration  of  these  waves 
increase  with  the  gap  distance.  The  time  delay  is  the  dura¬ 
tion  that  the  input  bar  took  to  reach  the  output  bar  and  can 
be  calculated  analytically  by  dividing  the  corresponding 
gap  by  the  particle  velocity  of  the  bars.  This  approach  may 
be  useful  when  the  condition  of  the  bars  is  unknown. 

In  parallel,  experimental  tests  were  performed  to 
verify  that  the  introduction  of  a  gap  comparable  to  the 
mean  surface  damage  variation  is  a  valid  approach.  The 
case  discussed  in  this  paper  was  for  a  gap  of  approximately 
150 /mi  (0.006  inch)  and  a  striker  velocity  of  16.8  m/s.  Two 
cases  were  tested  with  these  conditions,  one  for  damaged 
surface  with  an  A1  6061-T6  sample  and  no  gap  and  another 
with  highly  polished  surface  but  with  a  150yum  gap.  The 
duration  of  the  tensile  wave  in  the  input  bar  was  equal  to 
11.5  jus  the  case  of  highly  polished  surfaces.  In  the  other 
case,  the  duration  of  the  tensile  wave  was  approximately 
of  the  same  amplitude  (9.5  jus).  Also,  and  as  expected,  the 


incident  and  transmitted  strain  have  the  same  amplitude  for 
the  tests  with  no  specimen.  Using  the  same  conditions  in 
the  numerical  simulations  for  the  gap  and  striker  velocity 
and  no  specimen,  the  duration  of  the  tensile  wave  was 
1 1.8  jus  which  is  in  good  agreement  with  the  experimental 
test. 


6  Conclusion 

Control  tests  were  conducted  using  A1  6061-T6  samples 
to  investigate  if  surface  damage  at  the  interface  between 
the  sample  and  the  bars  of  a  split  Hopkinson  bar  test  setup 
influences  the  sample  response  and  strain  data  acquired. 
Results  showed  that  artefacts  were  introduced  into  the 
signal  due  to  damage  on  the  interface  surfaces.  The  method 
of  using  extremely  small  gaps  at  the  interface  to  simulate 
interface  surface  damage  was  presented.  This  method  was 
used  to  confirm  and  quantify  interface  surface  damage  and 
its  induced  errors  using  both  simulations  and  experiments. 
The  simulations  corroborate  the  fact  that  artefacts  intro¬ 
duced  by  the  interface  surface  damage  were  not  part  of  the 
inherent  errors  normally  accounted  for  in  the  test  setup. 
Thus,  using  the  time  delay  in  the  tensile  wave,  end-bar 
conditions  can  be  quantified  and  the  strain  rate  data  be 
filtered  to  remove  the  artefact  introduced  by  the  interface 
surface  damage. 
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